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Optical and Mathematical Instruments Sectional Committee, LM 20

NATIONAL FOREWORD This Indian Standard which is identical with IS0 9385:1990 Glass and glass-ceramacis- Knoop hardness test, issued by the International Organization for Standardization (ISO), was aaopted by the Bureau of Indian Standards on the recommendations of the Optical and Mathematical Instruments Sectional Committee (LM 20) and approved by the Light Mechanical Engineering Division Council. The Knoop hardness number characterises the behaviour of glass and glass-ceramacis concerning a permanent change of the surface after indentation with a solid material. This is one of a series of standards relating to the optical glass and glass ceramic testing. The text of IS0 standard has been approved as suitable for publication as Indian Standard without deviations. Certain conventions are however not identical to those use in Indian Standards. Attention is particularly drawn to the following: a) b) Comma (J has been used as a decimal marker while in Indian Standards the current practice is to use a full stop (.) as the decimal marker. Wherever the words `International Standard' appear referring to this standard, they should be read as `Indian Standard'.
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Indian Standard

GLASS AND GLASS-CERAMICS HARDNESS TEST

KNOOP

1

scope

This international Standard describes the method of test for determining the Knoop hardness number of glass and glass-ceramics. The Knoop haviour of permanent with a solid hardness number characterizes the beglass and glass-ceramics concerning a change of the surface after indentation material.

d
Figure 1 Base area of the indentation produced by the Knoop indenter
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Definition, symbol and designation

The Knoop hardness number, HK, is proportional to the quotient of test force I; and the projected area A, of the permahent indentation given by numerical value equation (1): Hk= 0,102 +
P

172,s"

13Q0

= 0,102 cot'72f;.xtanl) = 14,229x y where

130"

..

(1)
Figure 2 Knoop indenter

F
AP

is the test force, in newtons; area, in square millimetres, of the permanent indentation; is the length, in millimetres, indentation diagonal. of the long
is the projected

The symbol

HK is supplemented:

d

a) by a number indicating the test force used, expressed in newtons multiplied by 0,102 and therefore equal to the test force expressed in kilogram-force, and b) by a number indicating application in seconds. EXAMPLE 490 HK 0,1/20 means the Knoop hardness number 490 HK resulting from an applied test force of 0,980 7 N (x 0,102 equals O-1). This test force was applied for 20 s. the duration of test force

The factor 0,102 in numerical value equation (1.) NOTE 1 became necessary through the introduction of the SI-unit newton for the test force instead of kilogram-force to avoid changing of the value of the Knoop hardness number.

This indentation is regarded as a straight pyramid with a base area as shown in figure 1, a long indentation diagonal d and identical transverse area angles to those of the indenter (see figure2).
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Prfnclple

4.3

Verification

of apparatus

The Knoop indenter is forced vertically into the surface of a test specimen of glass or glass-ceramics by different test forces for 20 s. Within a 6 min period after removal of the indenter, the length of the long indentation diagonals, left in the surface, are measured using a microscope.

It is recommended to test the function of the hardness tester regularly, including the Knoop indenter, by measurements of standardized test plates of known hardness, preferably made of glass. Inspect the Knoop indenter microscopically from time to time todetect any breakages or damage to the edges.

4

Apparatus

5

Test specimen

4.1

Hardness tester
tester shall meet the following re-

The test surface of the specimen shall be flat. It shall be fire-polished or optically ground and polished. Immediately before testing, it shall water and cerium oxide until dry. The minimum OS mm. thickness be polished with

The hardness quirements:

4 b)

the relative error of the test force greater than 1 %;

shall

be not

of the specimen

shall

be

the design of the loading device shall be such that the indenter is vertically lowered,`free from stress and vibration, on to the surface of the test specimen at a rate of (0,20 + 0,05) mm/min; diagonal shall uncertainty less than

6

Procedure

c) the length of the long indentation
be measurable 0,5 pm; with an

The hardness test shall be carried out at a temperature from 18 "C to 28 "C, unless otherwise agreed upon. Place the test specimen on the stage of the hardness tester so that the test surface of the test specimen lies in a plane normal to the axis of the test force and the axis of the indenter (diamond). During the test, the test specimen shall remain in this position. Clean the Knoop indenter by pressing it into copper or steel of low hardness, or by means of a suitable solvent not harmful to the hardness tester. Apply the test forces for 20 s to produce the indentations, the long diagonal dimensions of which are used to calculate the Knoop hardness number. During the indenting time, no shocks or vibrations shall be allowed to change the test force. Within a 6 min period after removing the test force, measure the length of the long indentation diagonal twice, using the microscope. The values obtained shall not differ by more than 2,0 pm. For the determination of the Knoop hardness number, apply the test force of 0,980 7 N. To reduce uncertainty arising from only one test force value, apply in addition to the test force of 0,980 7 N, on the same day, test forces of two other values which are not likely to create excessive fracture. In the case where only the test force of 0,980 7 N is used, repeat the procedure at least five different times. For three different test forces, repeat the procedure once the next day. Apply the specimen; different indentations the distance between on the same test indentations shall

d) the microscope
out with objective

measurement the effectivetO:umeric used of 0,7 ,,' ; for the

shall be carried aperture of the

4 the light

used yellow-green.

measurement

shall

be

NOTE 2 The effective numerical'aperture probably differs with the data on the objective. It is recommended to inquire about this from the manufacturer of the hardness tester.

4.2

Knoop Indenter

The Knoop indenter consists of a diamond-tipped right pyramid with a rhomboid base as shown in figure 2, whose axis is coincident with the axis of the test force. The Knoop indenter shall be of a shape so that the factor 0,5 cot F in numerical value greater than 1 %. x tan F) equation = 70,28 x low3 (1) has a deviation no

The faces and edges of the Knoop indenter shall be smooth and free from cracks or other faults. It is recommended to use only Knoop indenters which have been certified by a testing authority.
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be at least three times dentation diagonal.

the length

of the short

in-

7

Expression of results

In the case that a measurement of the long indentation diagonal is impeded by dust particles at the end of the indentation diagonal or if the measuring results of one indentation differ by more than 2,0 pm, this indentation and the measurements shall be repeated. Determine the arithmetic means of the long indentation diagonals for each condition of indentation. In the case where three values of test force used, plot the results on a graph as follows: are

The Knoop hardness number HK 0,1/20 is calculated irom numerical value equation (2) HK0,1/20 = 1,423 d2 . . . (2)

Insert the length d, in millimetres, of the long indentation diagonal obtained either by direct measurement or by determination from the straight tine for a test force of 0,980 7 N in numerical value equation (2).

8
Plot the values of lg I; on the abscissa and the values of lg don the ordinate. If all the measurements were carried out properly (for instance, no dust particles, no excessive fractures, etc.), all the points are situated on a straight line. The 0,980 7 N point stall be determined from the straight line and used as d for the calculation of the Knoop hardness number using numerical value equation (2) (see clause 7). Sometimes a point is somewhat apart from the straight line, due to difficulties in the measurement of this point. In this case, repeat the measurements, including a fourth test force.

lest report
shall include the following informa-

The test report tion:

4 reference
ceramics;

to this International

Standard; or the glass-

b) type and designation

of the glass

Cl d)

history

of the test specimen,

if known; HK 0,1/20 rounded to

Knoop hardness number the nearest 10 HK 0,1/20;

e) a statement

whether the Knoop hardness ber was obtained by direct measurement determination from the straight line.

numor by
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